
MicroNet	  Covered	  	  Embolic	  Preven3on	  	  
Caro3d	  Stent	  System:	  	  

From	  CARENET	  and	  PARADIGM	  Studies	  	  
To	  Rou3ne	  Clinical	  Prac3ce	  

2
	  0

	  1
	  5

	  

Piotr	  Musialek,	  	  MD	  DPhil	  	  
	  

Jagiellonian	  University	  	  Dept.	  of	  Cardiac	  &	  Vascular	  Diseases	  
John	  Paul	  II	  Hospital,	  	  Krakow,	  	  Poland	  	  





P.	  Musialek	  	  @	  	  TCT	  	  2015	  

CGuard	  ™	  embolic	  preven3on	  stent	  

P.	  Musialek	  	  @	  	  TCT	  	  2015	  



PARADIGM	  &	  PARADIGM-‐EXTEND	  

24h after Prior to CAS 30 d after CAS 

CARENET	  	  03-‐007,	  PJ	  (Krakow)	  Mandatory	  DW-‐MRI	  

Rec.Symptomatic   
                 LICA 

R	  O	  U	  T	  I	  N	  E	  
CLINICAL	  	  

PRACTICE	  	  2015	  +	  
P.	  Musialek	  	  @	  	  VEITH	  	  2015	  

THR	  

Musialek	  P	  et	  al.	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



P.	  Musialek	  	  @	  	  TCT	  	  2015	  



CAS	  (and	  CEA)	  are	  –and	  will	  remain–	  	  
emboli-‐genera3ng	  	  procedures	  

P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  TCT	  	  2015	  

Δ	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  TCT	  	  2015	  
J.	  Schofer,	  P.	  Musialek	  et	  al.	  	  	  TCT	  2014	  

ConvenEonal	  	  CaroEd	  	  Stent	  



Conven3onal	  	  Caro3d	  	  Stent	  

Human	  	  CaroEd	  OCT	  Image	  	  Courtesy	  	  Dr	  Juan	  Rigla,	  MD	  PhD	  
Perceptual	  Imaging	  Lab,	  Univerity	  of	  Barcelona	   P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  TCT	  	  2015	  
J.	  Schofer,	  P.	  Musialek	  et	  al.	  	  	  TCT	  2014	  

ConvenEonal	  	  CaroEd	  	  Stent	  



P.	  Musialek	  	  @	  	  TCT	  	  2015	  
J.	  Schofer,	  P.	  Musialek	  et	  al.	  	  	  TCT	  2014	  

AnE	  -‐	  Embolic	  	  CaroEd	  	  Stent	  



P.	  Musialek	  	  @	  	  TCT	  	  2015	  

	  CGuard™	  embolic	  prevenEon	  system	  

P.	  Musialek	  	  @	  	  TCT	  	  2015	  P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



NB.	  CGuard™	  EPS	  is	  not	  yet	  available	  in	  the	  US	  
P.	  Musialek	  	  @	  	  VEITH	  	  2015	  

Specific,	  	  caro3d-‐dedicated	  design	   √	  



P.	  Musialek	  	  @	  	  TCT	  	  2015	  



P.	  Musialek	  	  @	  	  TCT	  	  2015	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



DW-‐MRI:	  	  
the	  	  unforgiving	  	  tes3mony	  

	  	  of	  what	  you’ve	  done	  	  
	  	  	  	  	  to	  the	  TARGET	  ORGAN...	  

P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  TCT	  	  2015	  
J.	  Schofer,	  P.	  Musialek	  et	  al.	  	  	  TCT	  2014	  

An3	  -‐	  Embolic	  	  Caro3d	  	  Stent	  



J.	  Schofer,	  P.	  Musialek	  et	  al.	  	  	  TCT	  2014	  

An3	  -‐	  Embolic	  	  Caro3d	  	  Stent	  

CGuard	  Embolic-‐PrevenEon	  Stent	  	  OCT	  Image	  	  (human,	  iv	  vivo)	  
	  	  Courtesy	  Dr	  Juan	  Rigla,	  MD	  PhD	  

Perceptual	  Imaging	  Lab,	  Univerity	  of	  Barcelona	  

P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  
Musialek	  P	  et	  al.	  	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  
Musialek	  P	  et	  al.	  	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  
Musialek	  P	  et	  al.	  	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  
Musialek	  P	  et	  al.	  	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  
Musialek	  P	  et	  al.	  	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  
Musialek	  P	  et	  al.	  	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  
Musialek	  P	  et	  al.	  	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  
Musialek	  P	  et	  al.	  	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  
Musialek	  P	  et	  al.	  	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  
Musialek	  P	  et	  al.	  	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



P.	  Musialek	  	  @	  	  VEITH	  	  2015	  
Musialek	  P	  et	  al.	  	  Impact	  of	  rouEne	  micronet-‐covered	  embolic	  prevenEon	  stent	  system	  use	  on	  
contemporary	  caroEd	  revascularizaEon:	  All-‐comer	  PARADIGM	  Study.	  JACC	  2015;66(suppl):B33	  	  



	  	  *	  	  Emboshield	  (n=7);	  	  	  FilterWire	  (n=14);	  	  	  Spider	  (n=25)	  
	  **	  Gore	  FlowReversal	  (n=4)	  or	  	  flow	  reversal	  with	  MoMa	  (n=21)	  

	  	  	  	  	  (NB.	  mean	  flow	  reversal	  Eme	  was	  6min	  48s,	  from	  5min	  18s	  to	  11min	  2s)	  	  
	  	  #	  ø	  4.5mm	  (n=5);	  ø 5.0mm	  (n=36);	  ø	  5.5mm	  (n=29);	  ø	  6.0mm	  (n=1);	  
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•  	  2	  asymptomaEc	  self-‐withdrawals	  @	  30	  days	  
•  100%	  follow	  up	  of	  the	  remaining	  paEents	  

Z	  E	  R	  O	  	  Stroke	  Deaths	  
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•  	  1	  pulmonary	  	  embolism	  	  death	  @	  5	  mo	  	  
•  1	  respiratory	  failure	  death	  @	  8	  mo	  
•  1	  malignant	  tumor	  death	  @	  9	  mo	  
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CARENET	  Mul3center	  Trial	  	  12	  mo	  data	  

	  	  	  	  NO	  device-‐related	  adverse	  events	  
	  	  	  	  NO	  procedure-‐related	  events	  
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